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Abstract—Blood pressure measurement is a very common
technique to monitor the condition of a patient to perform clinical
studies of certain illnesses or classify the blood hypertension. On
the market a number of blood pressure measurement devices are
available, amoung them the oscillometric devices can be easily
used under home circumstances.
Our oscillometric blood pressure measurement algorithm was
implemented for a microcontroller environment. Our goal is
to measure the blood pressure periodically during a 24-hour
interval, store the records and transmit them to an application
running on a PC, which visualizes the records and make it
possible to interactivelly examine the records.
In this article we introduce the implementation of the main
steps of our oscillometric blood pressure algorithm with their
difficulties.
Index Terms—automated blood pressure measurement, micro-
controller, biometrical signal processing
I. INTRODUCTION
Nowadays blood pressure measurements serve as a con-
ventional technique for physicians to gain information on
patients’ condition. Noninvasive blood pressure measurements
are mainly used because invasive methods can be done only
in clinical circumstances. The two most common used non-
invasive methods are the auscultatory and the oscillometric
method. Physicians prefer the auscultatory method because it
is more accurate than the oscillometric method. The estimated
error of the auscultatory method is at most 10 mmHg com-
pared to the invasive method. However, devices using oscillo-
metric methods are most often used under home circumstances
because people can use those devices very easily. There are
many oscillometric devices available on the market. [4]
In this paper we introduce our oscillometric algorithm
for microcontroller. Its main task is to perform blood pres-
sure measurements periodically during a 24-hour interval and
transmit the records to the BP Service application [13] of
Cardiospy System [5] running on PC-side. One of goals of
the microcontroller equipped with our algorithm is to transmit
the information through the internet in order that further
examination can be performed with the BP service application
even during the examined 24-hour interval. This article focuses
on the oscillometric algorithm.
On the PC-side the BP Service application equipped with
interactive feautres can visualize all the recordings, addition-
ally the users can change parameters in it so physicians and
medical scientists can use it for the clinical studies of certain
illnesses, blood hypertension classification, etc. Furthermore
the BP service application is a part of the Cardiospy system
which can process not only oscillometic blood pressure record-
ings but it supports many examinations taken by cardiologists.
[13] [5]
Despite the fact that the recordings will be examined in
the PC-side application the microcontroller’s important task is
to perform real-time blood pressure measurements and display
the result to the patient. The results produced by the microcon-
troller serve as informative results to patients, but physicians
may need more accurate results than the microcontroller can
produce since the PC-side application can also visualize the
recordings and can change the parameters of the algorithm.
To sum up, our oscillometric algorithm works on a mi-
crocontroller device which measures blood pressure, displays
informative results to patients and transmits the blood pressure
measurement records to a PC-side application through the
internet. But our goal was also that the device could work
standalone and could be sold on the market without its PC-
side application.
II. THE OSCILLOMETRIC METHOD
In the case of oscillometric method, the cuff has a built-in
sensor which perceives the pressure of the artery and the cuff.
After cleaning away the pressure values made by the deflation
of the cuff, we get an oscillation waveform, the oscillogram.
The oscillometric method calculates the systolic pressure (SP),
the diastolic pressure (DP) and the mean arterial pressure
(MAP) based on the changes of the pressure in the oscillogram
[2], [14], [7].Figure 1 shows an example of the cuff pressure
curve and the corresponding oscillometric waveform.
The values of blood pressure can be derived from the cuff
pressure curve at a given point. The method determines the
point of the systolic pressure, the diastolic pressure and the
mean arterial pressure. The point of the mean arterial pressure
is the maximum point of the oscillogram.
Fig. 1. Cuff pressure signal and oscillation waveform [8], [7]
There are two algorithms to determine the point of the
systolic and the diastolic pressure, they called the height-
based and the slope-based method. The slope-based method
fits a curve to the changes of cuff pressure. It specifies the
inflection points of the curve as the points of systolic and
diastolic pressures [2], [12], [7].
The height-based method has two predetermined ratios, one
for systolic pressure and the other one for diastolic pressure.
These two ratios are not necessarily the same. The pressure
change at the point of mean arterial pressure is 100%. The
method finds the point where the pressure change corresponds
to the given ratio. The point of systolic pressure is before, and
the point of diastolic pressure is after the mean arterial pressure
[2], [8], [6], [7].The ratios are not exactly determined. They
depend on the realization of the oscillometric algorithm. Most
researchers take the values between 40% and 60% [2], [7],
[11], [3].
Oscillometric methods have been realized in many ways:
prediction and smoothing algorithm, fuzzy logic, neural net-
work, pattern recognition, mathematical modelling, etc. [7].
We based our method on the oscillometric method of [1].
III. THE MICROCONTROLLER
We chose the C8051F064 mixed-signal MCUs (Microcon-
troller unit) of Silicon Labories. These devices are equipped
with 64kB Flash memory and 4kB data RAM.
The inflation and deflation of the cuff is controlled by the
MCU. The cuff is inflated up to 180 mmHg at the very first
measurement and 20 mmHg above the last measured systolic
pressure later.
The MCU provides integer values. The sample rate is 200
Hz. An integer value represents the cuff pressure value at a
moment. After the inflation the first integer value is about
22860, which is the cuff presure value (180 mmHg) multiply
127.
The oscillometric algorithm works with the real time values.
The MCU starts the blood pressure algorithm at the beginning
of the deflation.
The data is stored permanently on a micro SD card. PC
connection can be established easily through a USB cable,
with which the PC has full access to the micro SD card.
IV. THE MAIN STEPS OF OUR ALGORITHM
Input processing starts with the deflation of the cuff. First
the algorithm perform a band-pass filter on the input, which
means that the filter eliminates the deflation of the cuff. The
result is an oscillogram, which shows only the cuff pressure
changes caused the artery. Figure 2 shows the input values and
the oscillogram after the deflation of the cuff.
Then, the algorithm finds the local extrema (minimum
and maximum values) on the oscillogram. A histogram is
constructed based on the extrema on the next way: a slope of
the histogram maps the place (the time) of a local maximum to
a difference between the maximum and the minimum pressure
belonging to the same heart beat.
Fig. 2. Input signal and oscillogram of our algorithm
The histogram is used to compute the mean arterial pressure,
the systolic pressure, the diastolic pressure and even an estima-
tion for the heart rate. The MAP is the original cuff pressure
value which belongs to the maximum value of the histogram.
The algorithm uses the maximum value of the histogram to
find the systolic and diastolic pressure values. There are two
threshold values: 70% of the maximum value of the histogram
for the systolic pressure and 65% for the diastolic pressure.
In both case, the search begins at the maximum value of the
histogram and terminates when adjacent values satisfies the
following conditions: one of them is below, and the other one
is above a threshold value. The search goes from the maximum
value of the histogram to the left (to beginning of the input)
in the systolic pressure case, and goes to the right (to end of
the input) in the diastolic pressure case. Figure 3 shows the
histogram, the maximum value of it (MAP), the thresholds,
and the slopes represents the systole and the diastole.
The systolic pressure and the diastolic pressure are the
original cuff pressure values which belongs to the place (time)
of the proper slopes of the histogram.
A heart rate estimation can be made from the number
of histogram values between the systolic pressure and the
diastolic pressure values, and the elapsed time between them.
At the end of the algorithm we examine that the result is
believable or not. If the systolic pressure is between 50 and
280 mmHg, the diastolic pressure between 40 and 140 and
Fig. 3. Histogram
the systolic pressure more then the diastolic pressure with
10 mmHg the result is believable. Otherwise the result of
algorithm is an error.
V. CHALLENGES OF THE MCU IMPLEMENTATION
A blood pressure measurement record typically consists of
6000-8000 of input values. An input value is a 16-bit unsigned
integer, which represent a cuff pressure value. Clearly a
complete record cannot be stored in the 4kB data RAM of the
microcontroller, thus records are split into blocks containing
256 input values, then blocks are processed one-by-one. We
have to remark that the last block might contain less than 256
input values.
The algorithm needs the time when produced the cuff
pressure value. We can calculate this time based on its ordinal
number in the block, the ordinal number of the block and the
sample rate.
Extrema defined the following way: the ith input value is a
local minimum (maximum) if it is less than (greater than)
every i ± kth input value, for k = 1, . . . , , where  is a
predefined constant. Easy to see, that checking if the first value
of a block is an extremum requiers the (256−)th value of the
previous block, also checking the last value of block requiers
the th value of the next block. Therefore, the last 2 · value of
the recently processed block have to be kept in the memory,
in order to find every extremum.
Band-pass filtering produces floating point values, but fur-
ther use of the filtered values do not demand the accuracy of
the floating point representation. To compute the ith filtered
value the (i − 1)th filtered value is required, so after the
ith filtered value is computed, the (i − 1)th filtered value is
converted to signed integer and stored in that way.
Calculations required by curve-fitting techniques cannot be
done real-time by the device. Therefore a histogram, which
is produced from extrema, is used to find the systolic and
diastolic pressure, and to make a heart-rate estimation. The
data structure which represents the histogram in the memory
of the MCU stores not only the slopes of the histogram, but
the orginal values of the cuff pressure also.
VI. CONCLUSION
We have introduced our oscillometric blood pressure mea-
surement algorithm for microcontroller. Our device can trans-
mit the measurement records made during a 24-hour interval
to the BP Service application of the Cardiospy system of
Labtech Ltd. Moreover, it displays informative systolic pres-
sure, diastolic pressure and heart rate results to the patients.
We also described the difficulties of the implementation of our
oscillometric blood pressure measurement algorithm.
The algorithm works well under laboratory circumstances.
Our goal is to meet the requirements specified by British
Hypertension Society (BHS) [10] and European Society of
Hypertension (ESH) [9] standards. Further testings required
to see whether a parameter used by the algorithm needs a
slightly change or not.
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